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Power Meter R&S ® NRP

Gated measurements made easy
Due to signal-synchronized gates 

and graphical display of the power 

envelope, power measurements 

on pulsed RF signals have become 

simpler than ever with the Power 

Meter R&S ® NRP (FIG 1). This article 

describes the operation of the Gates 

function in the Scope mode using 

a TDMA signal as an example and 

shows that this mode is indispens-

able for power measurements when 

developing modern communications 

standards.

Representation of a signal in 
the time domain

Modern mobile radio system designs 
increasingly use time division multiple 
access (TDMA) standards, since they 
are much better at exploiting the capac-
ity of transmission channels. Using this 
method, the information for the individ-
ual voice and data channels is output in 
compressed form in timeslots. Several 
consecutive timeslots in such a TDMA 
system form an entire frame. After the 
frame is transmitted, the process gener-
ally resumes with the first timeslot. 

The power within one or more timeslots 
is of interest when developing such 
mobile radio systems or when trouble-
shooting. With respect to these require-
ments, the most appropriate sensor 
needs to be selected. Conventional 
thermal power sensors cannot ade-
quately measure complex signal charac-
teristics of this type, since they cannot 
delimit specific areas of power contri-
bution in a timeslot, e.g. the data sec-
tion of a GSM burst [1]. It is also not pos-
sible to separately measure the burst 
power of the individual timeslots in 
a frame, as thermal sensors average 

FIG 1 The Power Meter R&S ® NRP can handle development and production problems with great 
ease. It has the right sensor for every task.
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the RF power occurring over the entire 
frame. This is because thermal sensor 
operation involves converting power 
into heat. Sampling the power envelope 
over time – which is feasible with diode 
sensors – is also not possible with ther-
mal sensors. In contrast to diode sen-
sors, thermal sensors have an inherently 
lower dynamic range. However, diode 
sensors always include signal details 
such as overshoots, interference pulses 
and glitches as well as signal edges of a 
pulsed RF signal in the measurement in 
proportion to their power. 

The Power Meter R&S ® NRP makes it 
easy to avoid these effects, since its 
intelligent diode sensors (R&S ® NRP-Z11 
or -Z2x) enable the R&S ® NRP to display 
power versus time like an oscilloscope. 
This means that you do not miss a single 
detail of the signal you want to inves-
tigate. Furthermore, you can add time-
slot and gate structures to your pulsed 
RF signals and configure them. To do 
this, you merely have to change to the 
Gates or Timeslot mode of the Scope 
mode. By graphically editing the gates 
added to the Scope window, you can 
selectively suppress unwanted compo-
nents at the beginning and end, which 
occur, for example, in the transition 
between two timeslots. You can thus 
systematically delimit and measure 
signal components of interest. Exten-
sive trigger functions, derived from an 
external source or from the test signal, 
ensure stable conditions. When the 
R&S ® NRP is set to internal triggering, 
it can perform stable triggering of the 
pulsed RF signal down to a threshold 
value of –40 dBm without any problem. 
The R&S ® NRP with its R&S ® NRP-Z11 or 
-Z2x power sensors truly excels due to its 
wide dynamic range and due to the fact 
that it can perform time domain mea-
surements down to –50 dBm at a video 
bandwidth of 100 kHz [2].

Up to four gates in the Scope 
mode

Just how easy the Gates function is 
to use in the R&S ® NRP’s Scope mode 
can be seen by looking at a GSM/EDGE 
signal, whose eight 577 µs timeslots 
form a 4.615 ms frame. In the Scope 
mode, you can define up to four differ-
ent gates. For each gate, the R&S ® NRP 
can display the average power (Avg), 
the peak value in the display (Peak) and 
the Peak/Avg ratio as numeric values [3]. 

The power meter’s capability to create 
and display the ratio of the gated mea-
surement results of two different sen-
sors is unprecedented in the field of 
modern power measurements (FIG 3). 
This capability makes it quite simple, for 
example, to measure the gain or gain 
compression of a power amplifier in spe-
cific sections of a test signal and dis-
play the result together with the enve-
lope. This feature is also very useful 
when determining the return loss of an 
amplifier.

Unbeatable dynamic range: 
Timegate and Timeslot modes

If the Scope mode’s excellent dynamic 
range* is not sufficient, the dedicated 
Timegate and Timeslot modes provide an 
even more impressive dynamic range of 
85 dB [4]. To use the modes, you merely 
have to change to one of them after 
you set all necessary parameters in the 
Scope mode in the R&S ® NRP’s Sensor 
menu. You do not even need to trans-
fer the marker positions manually, since 
the power meter automatically sets 
them in the appropriate entry field in the 
Timegate mode. The Timeslot mode is 
actually a special case of the Timegate 
mode in which a repeating gate is con-
figured that can be shifted timeslot by 
timeslot in the frame structure. You 
can define the frame length by enter-
ing the number of timeslots and thus 

* 70 dB, power vs time, 256 points (external 
trigger).

easily measure the power of the individ-
ual timeslots in a GSM/EDGE frame by 
switching the timeslot counter.

Gates in the Scope mode 
provide you with the required 
overview of your designs

The R&S ® NRP’s Scope mode is an excel-
lent tool in many areas of development. 
The integrated Gates measurement 
function helps you to develop future 
communications standards faster and 
better. The R&S ® NRP is an indispens-
able tool because it enables you to visu-
alize burst and pulsed signals, exactly 
delimit specific areas of power contri-
bution, and measure their power with 
great precision.

Dr Markus Banerjee
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FIG 3
Display of a section of the 
envelope power in the Scope 
window together with the ratio of 
the gated measurement results of 
two different sensors.
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More information und data sheet at  
www.rohde-schwarz.com  

(search term: NRP)
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FIG 2
Operation of the Gates function in the Scope mode of the R&S ® NRP, 
using a GSM/EDGE signal as an example:
➊  Switch the sensor to the Scope mode and select graphical 

result display.
➋  Define the horizontal and vertical size of the screen on the Trace 

page.
➌  Make the settings in the Trigger dialog box.
➍  Choose the marker position via Select on the Gates page and 

insert the gates at the required position in the signal by means 
of the cursor keys or by entering the numeric values in the entry 
field (if necessary, repeat for further gates).

➎  The R&S ® NRP is ready for the measurement. After changing to 
the Meas page, the power meter displays the numeric values 
for average, peak and peak/average.
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